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ABSTRACT 



The HERMES high-resolution spectrograph project aims at exploiting the specific potential of small but flexible telescopes in ob- 
servational astrophysics. The optimised optical design of the spectrograph is based on the well-proven concept of white-pupil beam 
folding for high-resolution spectroscopy. In this contribution we present the complete project, including the spectrograph design and 
procurement details, the telescope adaptor and calibration unit, the detector system, as well as the optimised data-reduction pipeline. 
We present a detailed performance analysis to show that the spectrograph performs as specified both in optical quality and in total 
efficiency. With a spectral resolution of 85 000 (63 000 for the low-resolution fibre), a spectral coverage from 377 to 900 nm in a single 
exposure and a peak efficiency of 28%, HERMES proves to be an ideal instrument for building up time series of high-quality data of 
variable (stellar) phenomena. 

Key words. Instrumentation: spectrographs - Techniques: spectroscopic - Techniques: radial velocities - Stars: abundances - 



1. Introduction 

The Mercator telescope (www.mercator.iac.es) is a 1.2-m 
optical telescope based at the Roque de los Muchachos 
Observatory on La Palma (Canary Islands, Spain) and funded 
by the Flemish community of Belgium. The telescope is oper- 
ated by the Instituut voor Sterrenkunde of the K.U.Leuven uni- 
versity (Belgium). The telescope itself is a twin telescope of the 
Swiss Euler Telescope operational at the La Silla observatory 
of the European Southern Observatory (ESO). Both telescopes 
are ideal complements to international facilities. Their specific 
niche in observational astrophysics is that they guarantee long 
and secured access, which allows for dedicated monitoring pro- 
grammes of variable phenomena. 

To exploit the telescope infrastructure, a focused instrument 
development programme was deployed and in this contribution 
we present HERMES, an acronym for high efficiency and res- 
olution Mercator echelle spectrograph. This instrument was re- 
alised by a consortium of institutes with main science drivers 
in stellar astrophysics. The project was led by the Instituut voor 
Sterrenkunde (K.U.Leuven, Belgium) with as main partners the 



Institut d'Astronomie et Astrophysique (ULB, Belgium) and the 
Royal Observatory of Belgium, and with smaller contributions 
from the Thiiringer Landessternwarte Tautenburg (Germany) 
and the Geneva Observatory (Switzerland). 

The science drivers cover a wide range of topics in stel- 
lar astrophysics that mainly call for dedicated high-quality time 
series of high-resolution spectra. They comprise the ground- 
based follow-up of asteroseismology space mission s and spec- 
trosco pic asteroseismology studies in g eneral (e.g. Aerts et al.l 



| 2010l). massive (intera c ting) bina r ies (e. g. lHensberge et al.l2008t 
all 1201 Ot iBlommd 120091). final phases of stel- 
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* Based on observations made with the Mercator Telescope, operated 
on the island of La Palma by the Flemish Community, at the Spanish 
Observatorio del Roque de los Muchachos of the Instituto de Astrofisica 
de Canarias. 
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lar evolution in (bi nary) stars (e.g. Van Winckel et al.l 120091 : 
IJorissen et al.l 120091) . and photospheric abund ance determina- 
tions as probes to internal nucleosynthesis (e.g. iMasseron et all 
120101: iRevniers et alJl2007h . This resulted in a series of science 
requirements that cover spectrograph characteristics (spectral 
resolution > 80000; spectral range > 380- 880 nm; through- 
put > 25% in V, cycle time < 60s; radial velocity stability < 
5 m/s), as well as operational goals (flexible but robust night op- 
erations). The last are important, given the limited local staff 
and night support at the Mercator telescope. To accommodate 
these requirements, a fibre-fed spectrograph with two science 
modes was designed: one optimised for high spectral resolution 
with good wavelength stability and excellent throughput, and the 
other optimised for very high stability with lower resolution and 
throughput. 
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In this contribution we present the HERMES spectrograph 
project, which was realised in between the kick-off meeting of 
19 January 2005 and the start of the regular science operations in 
April 2009. We start with a description of the instrument design 
in Section [2] and of the data-reduction pipeline in Section [3] In 
Section [4] we report on the performance analyses, followed by 
conclusions in Section[5] 

2. Instrument design 

2.1. Spectrograph 
2.1.1. Optical design 

Like many present-day high-resolution spectrographs, the opti- 
cal layout of HERMES (Fig. QJ is ba sed on a white-pupil de- 
sign, discussed in detail by iBarannel (Il988l) . This concept im- 
plemented with a p air of off-axis para bolas as collimator, as 
first done for UVES dDekker et al.ll2006T) . makes it arguably one 
of the best solutions for a high-resolution spectrograph. It was 
also used for other succe ssful ESO spectrographs like FEROS 
dKaufer & Pasquinlll998l) . generally ac cepted as a bench mark 
for instrument efficiency, and HARPS dPepe et al.l I20 00) as a 
benchmark for radial-velocity precision. These projects became 
important inspirations for HERMES, which attempted to com- 
bine the strengths of these instruments. These instruments are 
also fibre-fed, and the HERMES design follows their well- 
proven concept. 

Echelle grating HERMES uses an echelle grating blazed with 
an intermediate blaze angle of = 69.74° (tan 6 = 2.1) as main 
dispersing element. The ruling of 52.676 grooves/mm nicely dis- 
tributes the spectrum from 377 nm to 900 nm in 55 spectral or- 
ders over the rectangular CCD. The aluminium-coated ruled sur- 
face on a Zerodur blank measures 154x408 mm. The grating is 
used in Littrow condition, but is slightly tilted (y = 0.8°) perpen- 
dicular to the direction of dispersion to separate the dispersed 
from the incident beam. To avoid dust contamination, the grat- 
ing is mounted with the optical surface facing downwards. The 
efficiency of the grating at blaze peak amounts to 65%. 

Collimators The HERMES collimators were cut from a sin- 
gle 660-mm diameter Zerodur parabolic mirror with a focal 
length of 1400mm (Seso, France). With an aperture of f 19.2, 
the collimated beam has a diameter of 152 mm. The mir- 
rors are coated with a blue-enhanced protected silver coating 
(Spectrum Thin Films, USA) with very good reflectivity in the 
blue and green parts of the spectrum (Refl. > 96% at 400 nm, 
Refl. > 99% over 450 - 650 nm) but with a somewhat dis- 
appointing and below-specification performance in the near- 
infrared (Refl. > 94% at 800 nm). 

Cross disperser Two identical prisms used at minimum devia- 
tion for the spectrograph's central wavelength (490 nm) separate 
the spatially overlapping echelle orders. Thanks to the white- 
pupil mounting, the size of the cross-disperser prisms could be 
minimised, but they still are two impressive blocks of glass with 
a base of 138 x208 mm, a height of 197mm, and an apex an- 
gle of 37.4°. Both prisms are made of Ohara 1-Line PBL1Y 
glass with very high blue and UV transmission (Optique Fichou, 
France). The cross disperser provides a minimum order sepa- 
ration of 24 pixels in the reddest part of the spectrum, a value 
that increases to 55 pixels at 380 nm. The inter-order distance is 
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Fig. 2. HERMES spot diagrams at beginning, centre, and end 
of the free spectral range for three representative orders (43, 73, 
and 93). Wavelength is indicated in //m above each 2x2 pixels 
box (27 /urn). 



sufficiently large to record two i nterleaved spectra in case of the 
simultaneous thorium technique dBaranne et al.ll99 ot). separated 
by 13 pixels on the CCD. 

The ratio between the longest and shortest wavelength is 2.4 
for HERMES. The rejection of unwanted orders over such a 
broad spectral range is complicated when using a grating-type 
cross disperser. Moreover, the prism solution has higher effi- 
ciency (20-30%), avoids the production of cross-order scattered 
light, and offers more evenly spaced o rders. We therefore dis- 
carded the use of a g rating as in UVE S dDekker et alj|20061) or a 
grism as in HARPS dPepe et alJl2000l) . 

Dioptric camera The camera (Seso, France) that focuses the 
spectrum on the detector is a fully dioptric system consisting 
of three singlet lenses and one large cemented triplet. The last 
lens acts as field flattener with a convex cylindrical rear surface. 
This lens also serves as a vacuum window of the detector cryo- 
stat. The camera has a focal length of 475 mm and a focal ra- 
tio of f/3.1. This gives the spectrograph a linear dispersion of 
0.002 nm/pixel at the centre of the bluest order, increasing to 
0.0047 nm/pixel for the reddest order. The camera characteris- 
tics are calculated to image all but the reddest spectral orders 
without gaps on the detector. From 838 nm onwards, 3 orders 
are slightly truncated. Sacrificing lateral colour correction com- 
pletely, the moderate complexity of this camera nonetheless de- 
livers excellent image quality as can be appreciated from the spot 
diagrams for the complete optical system of the spectrograph in 
Fig. |2 The overall throughput of the camera is higher than 88% 
for most of the wavelength range. 

Fibre-exit optics and exposure metre The light beam exiting 
the optical fibres enters the spectrograph at a //3.7 focal ratio. 
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Fig. 1. 3D view of the HERMES optical layout. 



This is converted to a f 19.2 beam - accepted by the collima- 
tors - by a set of focal-ratio-adaptation optics, consisting of one 
doublet and one triplet (Precision Optics Gera, Germany). The 
doublet is cemented directly onto the fibres for increased me- 
chanical stability and to limit the number of glass-air interfaces, 
thereby reducing reflection losses. 

In between the two lenses and conjugated with the echelle 
grating, the inclined reflective stop of the adaptation optics col- 
lects those photons otherwise lost from the main beam due to 
focal ratio degradation (see Section \2.2\ and sends them to a 
photo-multiplier tube for continuous flux monitoring. One lens 
and two fold mirrors image the fibres on the photo-multiplier de- 
tector (Pig. [3j. The flux from the thorium fibre is masked out to 
avoid contamination of the stellar flux. This exposure metre al- 
lows the determination of accurate photon-weighted mean time 
of the exposures, necessary to correct for the Earth's velocity. 
It is also very useful for matching the exposure time with the 
desired signal-to-noise ratio (S/N) of the final spectrum during 
observations under poor weather conditions. The broad distribu- 
tion of the flux histogram in Fig. [4] clearly illustrates the effect 
of variable observing conditions and the resulting need for con- 
tinuous flux monitoring. 



Slicer A two-slice image sheer effectively doubles the spectral 
resolution in the high-resolution mode. As the cross-order profile 
of the sliced fibre is too wide or the inter-order spacing too small 
to sample two interleaved and sliced spectra, the slicer cannot 
be used for simultaneous thorium exposures. For the same rea- 
son a simultaneous sky fibre for sky substraction was no t imple- 
mente d. The image slicer is similar to the FEROS type dKauferl 
1 1998b but here only one fibre image is sliced. The images of the 
two fibres used in the simultaneous thorium mode pass unsliced 



550 nn 




Fig. 3. Optical fibres entering the spectrograph, focal-ratio- 
adaptation optics, exposure metre and slicer. 
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Fig. 4. Histogram of the flux measured in V, normalised to the 
rA magnitude, for a large sample of HERMES spectra. 



through the slicer. The slicer layout and operation are shown in 
Fig.E 
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Fig. 5. Perspective view and cross-section of the slicer. The pic- 
ture shows an image of the simultaneously illuminated sliced 
and unsliced fibres. Inside the spectrograph, the slicer edge is 
aligned horizontally. 

The design of the slicer allows imaging of the sliced and 
unsliced fibres without any focus difference. Only a negligible 
focus difference of 0.25 mm exists between the two slices of the 
sliced image. The slicer consists of an entrance prism with one 
air groove, the slicer plate whose thickness (0.173 mm) deter- 
mines the distance between the two slices (0.277 mm), and the 
cut-off slicer prism. The prism angle is 46.5° guaranteeing total 
internal reflection up to the longest wavelengths. The sides of the 
prism measure 25 mm. All parts are made from Homosil quartz 
and connected by optical contact (Horst Kaufmann, Germany). 
The entrance and exit surfaces of the slicer are coated with a 
broadband AR coating. The very high throughput of the slicer 
(above 95%) largely compensates for the increased complexity 
compared to the use of a slit for obtaining higher resolution. 

2.1.2. Mechanical design 

Mechanical stability is a main issue in the design of a spec- 
trograph for measuring precise radial velocities. HERMES 
is therefore mounted on a vibration-absorbing optical bench 
(2400x1200x300mm). For more mechanical stability, this 
bench is located on a solid concrete foundation, isolated from 
the rest of the telescope building. As the spectrograph works in 
a completely fixed configuration, there are no moving parts on 
the optical bench that might compromise this stability with the 
exception of a tiny shutter, installed at the fibre exit where the 
beam diameter is minimal (Fig. [3]). All large optical elements 
have (semi-)kinematic mountings that constrain all six degrees 
of freedom independently and without redundancy. 

Although the temperature of the spectrograph room is pre- 
cisely controlled (see Section l2.1.3t , special care was taken with 
the thermal stability of the opto-mechanics as well. Most of 
the mounts for the optical elements are manufactured from cast 
iron because of its excellent resistance to deformation and, more 
importantly, its coefficient of thermal expansion (CTE), which 
matches the CTE of the ferromagnetic stainless steel of the spec- 
trograph bench quite well. Moreover, the mounts of the most 
critical optics incorporate some type of passive thermal stabili- 
sation to reduce the sensitivity to temperature variations: 

- Thermal expansion of both the metal structures of the spec- 
trograph and the lenses (mostly in the camera), as well 
as thermal changes in the refractive index of air and lens 
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Fig. 6. Effect of temperature on spectral resolution or spectro- 
graph focus (dots). The theoretical thermal sensitivity based on 
a ZEMAX model without compensation is shown as a solid line 
for comparison. 



glasses, have a non-negligible effect on the spectrograph fo- 
cus. Temperature changes greater than 1°C would require a 
focus correction or would result in resolution loss. The fo- 
cusing mechanism of the camera is therefore equipped with 
a thermal compensation system that maintains the spectro- 
graph in focus over a broad temperature range. Fig. [6] illus- 
trates the insensitivity of the spectrograph focus to tempera- 
ture variations of +3°C, together with the expected defocus 
without compensation calculated by ZEMAX. Thermal com- 
pensation is based on a 520-mm long Invar rod that pushes 
against the camera barrel through a lever. The opposite side 
of the lever holds the focusing screw (Fig. |7). Differential 
thermal expansion of the Invar rod and the cast iron camera 
support, amplified by the 1:5 lever, keep the spectrograph 
well-focused independently of temperature. 

- The cryostat support and the detector support inside the cryo- 
stat are designed to have their centre of thermal expansion 
exactly on the optical axis of the spectrograph camera. 

- The vertical position of the fibre-exit unit is precisely kept 
at the focal point of the Zerodur parabolas through a tuned 
combination of Invar and brass in the fibre support. 

- Similarly, the angular position of the grating is thermally 
neutralised by the differential thermal expansion of Invar and 
stainless steel in the kinematic grating supports. Figure [8] 
shows the fourfold reduction in the thermal sensitivity when 
using thermally compensated kinematic supports. Imperfect 
modeling left us with a drift of 0.22 pixels/°C, but this can 
be further reduced empirically. 



2.1.3. Environment control 

Precise control of the spectrograph environment is critical for the 
long-term stability of the instrument, with temperature and air 
pressure the most important parameters. Fluctuations in the rel- 
ative humidity (RH) are less relevant as they have less influence 
on the refractive index of air. In any case, the air conditioning 
system keeps the spectrograph air very dry with RH mg = 13% 
and RH„, flA < 30%. The higher outliers correspond with physical 
interventions in the spectrograph room during commissioning 
and will disappear in the future. 
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Fig. 7. Camera focusing mechanism with temperature compen- 
sation. 
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Fig. 8. Measured thermal shift in spectral direction with (dots, 
dashed line) and without (triangles, solid line) thermal compen- 
sators installed in the grating mount. 

Temperature A triple isolation of the spectrograph is the basis 
of precise thermal control. The spectrograph bench is completely 
packed by a box of demountable 60-mm panels of polyurethane 
sandwiched between thin steel sheets. Inside this box, thermal 
dissipation is minimal and limited to the photo multiplier of the 
exposure metre (~250 mW) and the actuator for the miniature 
shutter. The latter is a bistable solenoid that only dissipates for 
a few milliseconds during opening or closing of the shutter. The 
inner room, built from the same 60-mm isolating panels, sur- 
rounds the spectrograph box. A LakeShore Model331 tempera- 
ture controller with 50- Watt heater actively stabilises the temper- 
ature of this room at 18 + 0.01°C. Finally, similar 100-mm walls 
for the outer room isolate the spectrograph further from the out- 
side world. An air conditioning system keeps the temperature in 
this room at 14±0.1 o C. 

Pressure Apart of temperature, atmospheric pressure changes 
also have an effect on the refractive index of air, causing a spec- 
tral shift. Fig.|9]shows typical pre ssure fluctuatio ns including the 
(semi-)diurnal atmospheric tide (lLindzenlll979l) . together with 
the resulting radial velocity offset that amounts to 0.05 pixel/hPa 
or0.08km/(shPa). 

Housing the spectrograph in a vacuum tank would have been 
the obvious approach for avoiding pressure-induced instrumen- 
tal drift. However, practical and financial limitations prohibited 
this solution. As an alternative, we have started the installation 
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Fig. 9. Radial velocity shift (dots) and typical atmospheric pres- 
sure fluctuations (red line) over several days. 

of a system that should stabilise the spectrograph at a constant 
absolute pressure of ~ 782 hPa, a value close to the maximum at- 
mospheric pressure that occurs at the altitude of the observatory. 
To allow for over-pressure of maximum ~ 20 hPa in the spectro- 
graph room during periods of low atmospheric pressure (observ- 
ing conditions never occur when atmospheric pressure is below 
762 hPa), the walls of the outer room have been reinforced by a 
structure of 40-mm steel tubes. 

2.2. Optical fibre link 

The large dimensions of HERMES prohibit the installation of 
the instrument at the telescope focal plane. The obvious solution 
is to use optical fibres to relay the light from the telescope to the 
spectrograph. Aside from causing some light loss, the fibre link 
offers several clear advantages for instrumental stability: 

- The optical fibres provide mechanical isolation between 
telescope and instrument, completely avoiding gravitational 
flexure and vibration. 

- Mounting the instrument away from the telescope makes it 
possible to house it in an isolated and precisely controlled 
chamber, shielding it from all environmental changes in the 
dome. 

- Finally, it is well known that o ptical fibres ten d to scramble 
the image at the fibre entrance dBardenll 1998k reducing the 
effect of seeing and guiding variations on the illumination of 
the spectrograph. 

Besides the internal absorption, which is small for fibre 
lengths up to a few dozen metres, the most important source 
of throughput loss in an optical fibre is caused by focal ratio 
degradation (FRD). Microbendings, imperfections, and stress in 
the fibre scatter the propagation angle of the rays of light, re- 
sulting in a larger aperture of the output beam or a degraded fo- 
cal ratio. FRD has a negative effect on the resolution-throughput 
product of the spectrograph, decreasing at least one of these two 
parameters. The FRD properties of various fibre types have been 
examined in different set-ups and several reports about the ef- 
ficiency of fib res installed on telescopes exist (e.g. lAvilall 1998b 
lRamsey||1988l) . We think it safe to conclude that for most fibres, 
FRD depends much more on the quality of the fibre polishing, 
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Table 1. Fibre link characteristics. 





LRF 


HRF 


Fibre core diameter 


60 /im 


80 fim 


Sky aperture 


2.15 arcsec 


2.50 arcsec 


Aperture diameter 


150 yum 


175 yum 


Microlens: 






Focal length 


0.65 mm 


0.85 mm 


Lens glass type 


N-LAK33 


N-BAK1 


Glass refractive index na 


1.75 


1.57 


Radius of curvature 


0.50 mm 


0.50 mm 


Lens thickness 


1.15 mm 


1.35 mm 


Lens diameter 


0.90 mm 


0.90 mm 


Entrance focal ratio 


Z/4.35 


f/4.9 



alignment, mounting, glueing, etc. than on the fibre type, so we 
performed no extensive FRD testing during the selection of the 
HERMES' fibres. However, fibre confectioning was done with 
outmost care to keep light loss in the fibre small. 

2.2.1. Optical configuration 

Four optical fibres are used for the HERMES spectrograph: two 
star fibres mounted in the telescope interface at the focal plane 
of the Mercator telescope; a calibration fibre between calibra- 
tion unit and telescope interface for illuminating the star fibres 
and finally a wavelength reference fibre (WRF) that feeds wave- 
length calibration light directly from the calibration unit to the 
spectrograph during observations with simultaneous thorium ex- 
posures. All fibres are multi-mode, FBP-type fibres (Polymicro, 
USA) without important OH absorption bands in the near IR 
like many other fibres. The fibre length between telescope and 
spectrograph is 35 m. The sky fibres are a low-resolution fibre 
(LRF) with a core diameter of 60 /mi yielding a sky aperture of 
2. 15 arcsec, and a high-resolution fibre (HRF) with a core di- 
ameter of 80/mi and a sky aperture of 2.5 arcsec. It might seem 
contradictory that the larger diameter fibre provides higher reso- 
lution, but only this fibre is equipped with a slicer that effectively 
halves its diameter and doubles spectral resolution. Both fibres 
have a 125-//m diameter cladding so that they can be mounted 
easily in standard FC ferrules. 

An AR-coated plano-convex micro lens (Throl Optics, 
Germany), glued on top of each star fibre and mounted behind a 
small aperture in the telescope focal plane, images the telescope 
pupil onto its rear surface, filling 90% of the fibre's entrance- 
surface (Fig.[10]a). At the same time, this lens reduces the //12 
telescope focal ratio to f/4.9 for HRF and //4.35 for LRF. 
These values are reasonably well-suited to minimising focal- 
ratio degradation (FRD) in the fibre link, especially since at the 
other end of the fibres, the spectrograph accepts an aperture of 
f/3.7. Details of the fibre link optics are summarised in TableQ] 
It is worth noting that the telescope pupil and not the star image 
is formed on the fibre entrance. This allows for a much simpler 
optical and mechanical system. 

We estimate the total throughput of the HRF link, including 
the micro lens coupling, internal absorption, and FRD losses, to 
be at least 70%. The large sky aperture results in almost negligi- 
ble seeing losses in case of good (sub-arcsecond) seeing. 

2.2.2. Scrambler 

Although an optical fibre is an almost perfect scrambler of the 
spatial information at the fibre entrance, even a very long fi- 




Pierced 

concave mirror 



35m fibre to 
telescope 



6m fibre "to 
spectrograph 




Fig. 10. Optical fibre link: a) fibre entrance (HRF) in telescope 
focal plane and b) double scrambler with each fibre end imaged 
on to the other fibre end's pupil. Scaling has been adjusted for 
clarity, dimensions (mm) have been added for reference. 



bre does not completely remove angular information. Since we 
use pupil imaging, seeing variations, and guiding imprecisions 
mostly result in angular fluctuations. These may still induce 
some variation in the illumination of the echelle grating and 
thus introduce some error in radial-velocity measurements. To 
further improve illumination stability, we decided to add a dou- 
ble image scrambler a s described by IConnesi (1 19851) . tested by 
ICasse & Vieiral (1 19971) am ong others and successfully used on 
HARPS dPepe et al.ll2000l) and others. A symmetric optical sys- 
tem in the middle of the fibre converts the far field of the first half 
fibre to the near field of the second half and vice versa (Fig.fTTJl 
b). The pupil of one fibre is imaged onto the entrance of the 
other fibre, and thus angular non-uniformity is transformed into 
spatial non-uniformity that is perfectly scrambled by the second 
part of the fibre. In this way, the residual angular non-uniformity 
not scrambled by the first part of the fibre link is scrambled by 
the second. The scrambler consists of two identical doublets at 
a distance of 170 mm (Fisba Optik, Switzerland). The exit pupil 
of the first fibre system fills the 60-/im core of the second fibre 
exactly. 

The scrambling gain (SG) is defined as the ratio between 
the displacement of the star in front of the input fibre end and 
the shift of the point spread function (PSF) on the spectrograph 
detector: 



SG 



d/D 

7Jf 



where D is the fibre diameter, d the star shift, / the shift of the 
PSF, and F the full width at half maximum of the PSF. We mea- 
sured a value of 1 150 for the near field contribution of the scram- 
bler to the SG. For comparison, the SG of the same 60-//m fibre 
without scrambler was measured to be only 123. 

The improved illumination stability of the grating by the 
scrambler comes at the cost of lower throughput. The scrambler 
is therefore only implemented on the low-resolution fibre, op- 
timised for high-stability radial velocity work. The sliced high- 
resolution fibre focuses on high efficiency and does not incorpo- 
rate a scrambler. We measured the efficiency of the scrambled 
fibre (LRF) with respect to the HRF to lie around 70%; how- 
ever, this is not entirely due to the scrambler alone. The smaller 



6 



G. Raskin et al.: HERMES 



Telescope beam 



4-prism discrete 
ADC wheel 



Guiding 
CCDr 




2 star fibres to 
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Fig. 11. Telescope interface layout and 3D view. 



throughput can be partly explained by the smaller LRF fibre di- 
ameter (60 versus 80/mi). 

2.3. Telescope interface and calibration unit 

The telescope interface, installed at the Nasmyth A focal sta- 
tion of the Mercator telescope, links the telescope via the opti- 
cal fibres to the spectrograph. It includes an atmospheric disper- 
sion corrector (ADC), the fibre entrance, a fibre viewer/telescope 
guiding system, the calibration light projection optics, and a 
mask that selectively covers one or both of the star fibres 
(Fig. [ID- 

2.3.1. Atmospheric dispersion corrector 

Although the fibre entrances have a fairly large sky aperture of 
2.15 or 2.5arcsec, HERMES would be limited to observations 
at zenithal angles smaller than 50° if we want to avoid losing 
an important part of the far blue or red flux due to differential 
atmospheric dispersion. The HERMES atmospheric dispersion 
corrector provides a step-wise correction of the atmospheric dis- 
persion by means of a set of four correctors in a selection wheel. 
Each corrector consists of a cemented doublet prism of N-BK7 
and LLF1 glass (wedge angles: 0.55°, 1.85°, 3.60° and 5.40°). 
The corrector selection matches the requirement that the length 
of the secondary spectrum never becomes larger than 1 arcsec 
for zenithal angles up to 65° and that it stays below 2 arcsec up 
to 72°. 



2.3.2. Acquisition and guiding 

The fibres, together with their micro lenses, are precisely 
mounted at the back of a polished stainless steel mirror in the 
focal plane of the telescope, just in front of the 175-yi/m and 
150-yum diameter apertures (Fig. [10] a). This concave mirror is 
slightly inclined (8°) to reflect the image of the field via a 45°- 
fold mirror through the fibre-viewer optics to the guiding CCD. 
The fibre-viewer optics reduce the telescope //12 focal ratio to 
f/6.5, providing a comfortable acquisition field of 4x6 arcmin 
on an SBIG ST-1603ME CCD camera (1020x 1530 9-//m pix- 
els). 

During acquisition, the image of the star is centred on one 
star-fibre hole, while a movable mask blacks out the other fibre 
hole. The light of the wings of the PSF that will not enter the 
star-fibre hole is subsequently used for telescope guiding. 



2.3.3. Calibration 

A separate calibration unit is connected to the telescope interface 
through a 300-jum optical fibre. The calibration light projection 
optics, mounted on a linear translation stage, can inject calibra- 
tion light into each of the star fibres separately, thus providing 
optimal flat-field and wavelength calibration possibilities. The 
projection optics are designed to deliver a beam with exactly the 
same focal ratio as the telescope in order to fill the fibres in all 
cases with a similar light cone. 

For wavelength calibration, we use a combination of a 
thorium-argon lamp equipped with a red-blocking filter to cut 
off otherwise saturated argon lines, together with a neon lamp 
for additional lines in the near infrared. A double tungsten lamp 
is used for good flat-field illumination. This light source con- 
sists of a normal low-power lamp providing the red part of the 
continuum spectrum, combined with a high-power lamp with a 
red-blocking filter in front of it for the blue part. 

During the simultaneous thorium mode, calibration light is 
fed directly to the spectrograph through the wavelength refer- 
ence fibre. A variable neutral density filter in front of this fibre 
matches the flux from the calibration source to the integration 
time during this type of exposures. 



2.3.4. Observing modes 

Apart of typical calibration exposures, HERMES basically of- 
fers only two science observing modes: a) a high-resolution 
mode that uses the image slicer and that is optimised for the 
highest possible throughput and b) a high-precision radial ve- 
locity mode using the simultaneous wavelength reference expo- 
sure technique. Spectral resolution is reduced in this mode, but 
at the cost of lower efficiency, spectrograph illumination is more 
homogenous and stabler because of the double scrambling. As 
the spectrograph itself has a completely fixed set-up, instrument 
configuration is done solely through the various mechanisms in 
the telescope interface and calibration unit. Fig.Q~2]shows a small 
part of three raw images, illustrating how spectra are recorded on 
the detector in different observing modes. 

HERMES does not offer a sky fibre for background correc- 
tion. The limited need for sky substraction for high-resolution 
spectroscopy on a 1.2-m telescope does not justify the increased 
complexity. The LRF mode will only be used for bright objects, 
and interleaving a HRF spectrum with a sky spectrum is not pos- 
sible without additional cross dispersion because of the broad 
cross-order profile of the sliced fibre. When observing a faint 
object with full moon, a sky spectrum can always be taken after 
the science exposure. 



2.4. Detector system 

HERMES uses a standard-silicon, thinned, back-illuminated e2v 
CCD42-90 (2048x4608 13.5-^m pixels) as detector for the 
spectrograph. After a quantified analysis of spectra taken with a 
deep-depletion chip, we rejected the use of such a device out of 
fear of resolution degradation at the bluest wavelengths where 
the much thicker silicon layer of the deep-depletion device is 
sensitive to lateral charge diffusion, this despite its higher red ef- 
ficiency and strongly reduced fringing properties. To solve the 
fringing problems of the thin (~15yum) standard silicon detec- 
tor, we adopted a novel solution developed and proposed by 
e2v Technologies (U K), namely the use of a graded AR coat- 
ing dKelt et al.ll2006l) . As the HERMES spectrograph has a com- 
pletely fixed spectral format, it was possible to optimise locally 
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Fig. 12. Small part of raw image for a) HRF fiat-field exposure, 

b) simultaneous LRF and reference fibre flat-field exposure, and 

c) LRF stellar exposure interlaced with Thorium reference ex- 
posure. The cross-cuts insets show cross-order profiles of a) the 
double-peaked sliced HRF and b) LRF and reference fibre (30% 
smaller than LRF). 
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Fig. 13. Peak-to-peak value of fringing, relative to signal flux for 
a standard (red) and a graded- AR coated CCD (black). The inset 
shows the flux in the central part of order 43 (around 830 nm) 
with a standard (red) and the graded-AR coated CCD (black), 
illustrating the different fringing nature of both devices. 



the thickness of the AR coating for the wavelengths hitting that 
region of the detector. The coating thickness follows the spectral 
gradient in cross-order direction, as well as the curved pattern 
of the echelle orders. This of course increases the overall de- 
tector efficiency, because for each pixel, the AR coating is now 
matched to the incident monochromatic wavelength. Moreover, 
fringing at NIR wavelengths is strongly reduced because of the 
much lower Fresnel reflections at the CCD surface. As can be 
seen from Fig. [13] the fringing amplitude for the reddest wave- 
lengths of the device with graded AR coating is about 9 times 
smaller than for a similar device with astronomy broadband AR 
coating. The reflection gradient of the coating can be seen in 
the picture of the detector in Fig. [14] The red-sensitive part at 
the top of the CCD looks blue because red light is efficiently 
absorbed and detected. As the coating is less efficient for short 
wavelengths in that part of the chip, mostly blue light is reflected. 
The picture of a full-frame raw image in Fig.[T5lshows the posi- 
tion of the curved echellogram on the CCD. 

The detector is mounted in a Infrared Laboratories cryo- 
stat and cryogenically cooled by a CryoTiger closed-cycle re- 




Fig. 14. Picture of the graded-AR coated CCD. The red- 
sensitive part at the top of the chip looks blue because red light 
is absorbed while blue light is reflected. 




Fig. 15. Full-frame raw image of a flat-field spectrum in the 
low-resolution fibre. 



frigerating system (Brooks Automation, USA). A LakeShore 
Model33 1 temperature controller stabilises the detector temper- 
ature at 160 K with a precision at 0.01 K level. Detector con- 
trol and read-out is done through a standard SDSU CCD con- 
troller (Astronomical Research Cameras, USA). Reading out all 
9 MPixels in slow mode takes 50 seconds with a read noise of 
5 e nns and 30 seconds with 8 e ms in fast mode. 

2.5. Instrument control 

An industrial Linux PC, connected to the various field devices 
(servo drives, remote I/O and variable power supplies) by RS- 
232 and RS-485 point-to-point and bus networks, controls the 
HERMES instrument. Drivers have been written in Python to 
extend the Mercator Obse rvatory Control System (MOCS), cur- 
rently under development dPessemier et al.ll2010l) . This software 
is component-based, which means that HERMES could easily 
be integrated within the global control system by adding compo- 
nents for the detector, the instrument control, and the associated 
graphical user interfaces (GUI). The instrument control software 
acts as a bus master for the industrial hardware and implements 
the low and high level tasks in an object-oriented way with mul- 
tiple layers of abstraction. All relevant data is published to the 
network, and any interested party (such as the GUIs) can sub- 
scribe to it. Integrating HERMES also required extending both 
the auto-guiding system (to allow target acquisition and cen- 
troiding on a fibre image) and the scheduling software. A GUI is 
available for the queue scheduling of complete nights of obser- 
vations, thereby specifying the instrument settings and exposure 
parameters for each target. The observer has to supervise the sys- 
tem and intervene whenever needed, while the MOCS software 
handles the queued observations fully automatically. 
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3. Integrated data reduction pipeline 

The data reduction pipeline performs the traditional corrections 
for the bias level, the inter-order background level, the fring- 
ing on the detector, and the modulation of the intensity in each 
spectral order (blaze function) and applies a pre-normalisation 
eliminating the global wavelength-dependency of the flat-field 
calibration system. It determines in a robust way the dependency 
of the positions of the spectral orders on time-dependent factors, 
extracts the flux in each order with the options of estimating the 
total flux in a cross-cut from the pixels free of cosmic rays and 
of weighing pixels using a cross-order flux distribution model. 
Final spectra can be represented order per order in tabular form, 
assigning a wavelength to each pixel, or resampled to bins with a 
size of « 1.6 km/s (the natural pixel size on average over each or- 
der) or with a fixed wavelength step, either over the whole wave- 
length region, over part of it, or just the 'natural' step over each 
order. Depending on the choice, spectra may be merged over 
several or all orders. Care is taken not to include parts of orders 
far out of the free spectral range where the risk is high that sys- 
tematic bias dominates random noise. A greatly simplified data 
reduction option is available for fast first-look purposes. 

Presently, the data reduction pipeline works in a frame-per- 
frame mode, but the final goal is to execute a number of reduc- 
tion steps in a differential mode to gain robustness in the tempo- 
ral model of the sp atial and wavelength geometry on the detector 
dHensbergdl2007l) . A detailed description of the data reduction 
procedures will be presented in a forthcoming paper. For the mo- 
ment, we draw attention to the excellent agreement in the inten- 
sity level of the extracted spectra over the common wavelengths 
in subsequent orders. Fig.[T6lshows selected regions of the spec- 
trum of a late-B type binary. For each order, the used wavelength 
range extends approximately over the range where the intensity 
of the blaze is higher than one third of its value at maximum. 
The extraction is excellent and allows for detailed full spectral 
reconstruction, even for broad shallow lines at the edges of spec- 
tral orders. 

All raw and reduced frames are archived. A web-based inter- 
face for accessing the HERMES database is under development. 
The archive also provides input for the scheduler software when 
composing the observing queues. 

4. Performances 

4. 1 . Spectral resolution 

Compared to many other spectrographs and despite a comfort- 
ably large sky aperture, HERMES really is a high-resolution 
spectrograph. In Fig. [17] (bottom panel) spectral resolution is 
shown as derived from the measured line widths on a spectrum of 
thorium, argon, and neon emission lines. In LRF mode, spectral 
resolving power R = A/AA. amounts to 63 000 (4.8 km/s). This 
value is 23% higher than the value of 51 000, calculated from a 
ZEMAX model for a 2. 15-arcsec rectangular slit. In HRF mode 
we measure 7? = 85 000 (3.5 km/s), 12% higher than the calcu- 
lated value of 76 000, proving the excellent image quality of the 
spectrograph optics. 

The anamorphic magnification of the spectrograph makes 
the sampling drop along the spectral orders (Fig. [17] top panel). 
For HRF, sampling decreases from 2.7 to 2 pixels per resolution 
element, and this explains the drop in HRF resolution with X- 
pixel coordinate. Only for the lowest sampling values does the 
image quality of the optics start becoming relevant, causing a 
small loss in resolution. This effect is not noticeable for LRF be- 
cause of much higher sampling (3.8-3.1 pixels). Fig.[T"8"lshows 
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Fig. 16. Selected regions of a late-B type binary, each panel 
showing a spectral order in black and the two neighbouring or- 
ders in red. 
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Fig. 17. Measured line width (top panel) and spectral resolution 
(bottom panel) for HRF (dots) and LRF (triangles) along the 
detector columns. Colours correspond to wavelength for three 
groups of spectral orders. For comparison, the solid and dashed 
thick black lines show the width and resolution calculated in 
ZEMAX for HRF and LRF respectively. 

the accurate sampling in a detailed part of the spectrum with two 
O2 lines, both for HRF and LRF. Fig. [T9l shows a larger part of 
two more illustrative spectra (Procyon and Polaris). 

4.2. Efficiency 

Fig.[20]shows the efficiency at blaze peak for measurements un- 
der excellent observing conditions. Unfortunately, according to 
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Fig. 19. Illustrative spectra of Procyon (F5IV, black) and Polaris (F7:Ib-IIv, red). Only a small part of the spectral range is shown. 
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Fig. 18. Part 
sured in LRF 



of normalised spectrum with two O2 lines mea- 
(red) and, shown with an offset, in HRF (black). 
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Fig. 20. Measured total efficiency of HERMES + Mercator tele- 
scope (dots) and efficiency of spectrograph only, including fi- 
bres and detector (triangles) for HRF (black) and LRF (red). The 
solid lines show the calculated spectrograph efficiency. 



the histogram in Fig.|4]median observations only reach 60% of 
these values. The complete system including spectrograph and 
telescope has a maximum throughput of 17% for HRF and 12% 
for LRF around 500 nm. Taking out telescope losses (estimated 
to be 40% for three reflections), these numbers leave us with a 
peak efficiency for the spectrograph alone of around 28% and 
20%, outperforming many other first-class instruments. Apart 
from the bluest wavelengths where HERMES performs below 
expectations, the measured throughput corresponds quite well 
to calculated values based on measurements, data sheets, and 
specifications and where necessary, founded estimations of the 
throughput of the individual components including fibres, mir- 
rors, dispersers, lenses, and CCD. 

With this efficiency and during good quality nights, a one 
hour HRF exposure on a star of my = 10.4 yields an S/N of 100 
per pixel around 550 nm, decreasing to S/N = 20 with my = 13.4. 
For LRF exposures, we obtain a similar S/N with stars of 
my = 10.0 and 13.2. 



4.3. Stability 

The first year of operation was almost entirely devoted to sci- 
ence exploitation using the HRF mode. The spectrograph and 
pipeline performances are therefore best tested for this mode of 
operation. Furthermore, the pipeline developments for the LRF 
mode have not yet been completely finalised. 

During a night, the short-term stability of the spectro- 
graph is strongly affected by the atmospheric pressure variations 
(Sect. 12X31 . To quantify the real velocity stability of HERMES 
in HRF mode, we interleaved independent spectra of the ra- 
dial velocity standard HD 164922 with wavelength calibration 
frames. To correct for these short-term instrumental drifts, we 
corrected the radial velocities obtained for HD 164922 by in- 
terpolating between the shifts found on the basis of the neigh- 
bouring calibration frames (see Fi g . [2TT> . A standard deviation of 
2.9 m/s is found on 24 datapoints. After sigma clipping of 2 cr, 
this reduces to 2.3 m/s. Despite the lower resolution of the LRF 
fibre, but since it is equipped with an optical scrambler, and as 
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Fig. 21. Continous monitoring the instrumental drift of 
HERMES in HRF mode (red circles) and the interpolation dur- 
ing mid-exposures of the science target (black squares). 



the reference fibre allows for simultaneous correction of the in- 
strumental drift, this mode offers a slightly higher accuracy with 
the standard deviation reduced to 2.5 m/s on 45 datapoints and 
to 2.0 m/s after 2cr clipping. The drawback is the less-efficient 
throughput so that this mode should be reserved for bright ob- 
jects only where the errors in velocity space are dominated by 
drift correction and not by photon noise, or for observations 
where sampling requirements prohibit the sequential interleav- 
ing of wavelength calibration exposures. 

Although the cold head of the CryoTiger cooler does not 
contain any moving parts, possible vibrations caused by the gas 
expansion or transmitted from the compressor through the flex- 
ible gas lines (15 m long), still raise some concern. We tried to 
measure these vibrations and found that, fortunately, in an ex- 
periment consisting of 300 measurements with a total time base 
of 4.5 hours, they are not noticeable at the detection limit of 
<r = 70cm/s. The same experiment showed that also the opera- 
tion of a turbo-molecur vacuum pump, connected to the detec- 
tor cryostat through two metres of flexible vacuum pipe, did not 
cause any detectable vibrations. 

The long-term stability during the first year of operation is 
compromised by the continuous adjustment and optimisation of 
the acclimatisation control system. In our normal mode of op- 
eration, we use only wavelength calibration frames obtained in 
the evening and morning of an observation night to calibrate a 
given science frame in wavelength. Nightly we obtain spectra 
of IAU velocity standards. Despite the variable environmental 
conditions, but using the pressure calibration of Sect. 12.1.31 a 
standard deviation of 50 m/s is found using all 50 exposures of 
the IAU standard HD 164922 in between 2009-07-09 and 2010- 
06-28. 



4.4. Scattered light and ghosts 

Scattered light is usually an important issue in an echelle spec- 
trograph. Grating efficiency is typically 60-70%, and a large part 
of the lost flux ends up scattered throughout the instrument. 
Nevertheless, careful design that includes efficient baffling and 
use of high-quality optical components, allow HERMES to de- 
liver very clean spectra, comparing favourably with many other 
echelle spectrographs. As can be appreciated from Fig. [22] the 
distribution of scattered light is very local. The inter-order back- 
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Fig. 22. Ratio of signal level in the inter-order region to the flux 
in the adjacent orders for a flat field spectrum (black) and for an 
O, F, and M star (blue, green, and red curves). 



ground signal fluctuates around 0.1% of the flux in the adjacent 
orders. Only when the signal level is very low (particularly at 
short wavelengths) does a global straylight component become 
relevant. 

HERMES spectra are virtually free of ghost images. In spec- 
tra of the emission line star P Cygni with, amongst others, a 
strongly saturated Ha line, it turned out to be impossible to de- 
tect the presence of ghost images of the emission lines. 



5. Conclusion 

We presented in this contribution the design, manufacturing, and 
performance analyses of HERMES, a high-resolution fibre-fed 
spectrograph project. We showed that the instrument was built 
according to the demanding requirements, which resulted in an 
instrument of excellent stability and unsurpassed efficiency. The 
main characteristics of our instrument are given in Table [2] The 
ZEMAX description of the optimised optical system can be 
found in AppendixlAl 

After commissioning on the Mercator telescope in April 
2009, HERMES immediately became the work-horse instru- 
ment. During the first year of operations, this instrument ob- 
tained about 7300 spectra on the sky, which makes clear 
that HERMES also fulfills its robust operational requirements. 
HERMES is open to the community at large through collabo- 
ration with the consortium members and through the Spanish 
CAT time allocation programme, available for all telescopes at 
the Roque de los Muchachos observatory. 
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Table 2. HERMES main parameters. 



Spectral resolution 
HRF 
LRF 

Fibre aperture 
HRF 
LRF 

Sampling 

HRF 
LRF 

Spectral range 
Spectrograph layout 
Beam diameter 
Collimator focal length 
Echelle grating 
Cross disperser 
Camera focal length 
Detector 

Peak efficiency 
HRF 
LRF 

Limiting magnitudes 
S/N„ = 20 
S/N„ = 100 

Radial velocity error 



85 000 (with slicer) 
63 000 (interlaced with simultaneous 
Thorium spectrum) 

2.5 arcsec (80-yum fibre) 
2.15 arcsec (60-^m fibre) 

2 - 2.7 pixels 

3.1 - 3.8 pixels 

377 - 900 nm (in 55 orders) 

White-pupil layout on 1.2x2.4 m bench 

152 mm 

1400 mm (//9.2) 

6 = 69.74°, 52.676 gr/mm, 154x408 mm 
2 PBL1Y prisms, 37.4° apex angle 
475 mm (f/3.l, 6 lenses) 
2048x4608 13.5-^m pixels, thinned BI 
CCD with graded AR coating 
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image quality for the system that is described here. 
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Table A.l. ZEMAX optical surface data. 



Surface 


Type 


Radius 


Thickness 


Glass 


Diameter 


Conic 


Comment 


OBJECT 


STANDARD 


Infinity 





SILICA 


0.62 





FIBRE EXIT 


1 


STANDARD 


Infinity 


12 


SILICA 


0.62 





FN DOUBLET 


2 


STANDARD 


3.157 


3.5 


S-FPL53 


5.6 







3 


STANDARD 


-6.048 


24 




5.6 







STOP 


STANDARD 


Infinity 


39.5 




4.6 







5 


STANDARD 


28.04 


3.05 


S-BAL12 


12 





FN TRIPLET 


6 


STANDARD 


14.009 


5.83 


S-FPL53 


12 







7 


STANDARD 


-14.009 


3.06 


S-BAL12 


12 







8 


STANDARD 


-28.04 


59.51 




9.1 







9 


STANDARD 


Infinity 


12.5 


SILICA 


25 





SLICER 


10 


STANDARD 


Infinity 


12.5 


SILICA 


25 





SLICER 


11 


STANDARD 


Infinity 


1401.48 




2.424 







12 


COORDBRK " 


- 







- 


- 


OFF-AXIS ANGLE 


13 


STANDARD * 


-2802.96 


-1401.48 


MIRROR 


660 


-1 


MAIN COLLIMATOR 


14 


COORDBRK c 


- 







- 


- 


ECHELLE TILT 


15 


COORDBRK d 


- 







- 


- 


LITTROW ANGLE 


16 


DGRATING ' 


Infinity 





MIRROR 


444.71 





ECHELLE GRATING 


17 


COORDBRK f 


- 







- 


- 




18 


COORDBRK * 


- 


1401.48 




- 


- 




19 


STANDARD '' 


-2802.96 


-1300 


MIRROR 


660 


-1 


MAIN COLLIMATOR 


20 


STANDARD 


Infinity 


1504.11 


MIRROR 


114.80 





FLAT FOLD MIRROR 


21 


STANDARD ' 


-2802.96 


-1280 


MIRROR 


660 


-1 


TRANSFER COLLIMATOR 


22 


COORDBRK ' 


- 







- 


- 


PRISM ANGLE OF INCIDENCE 


23 


STANDARD 


Infinity 





PBL1Y 


196 





CD PRISM 1 


24 


COORDBRK * 


- 


-71 




- 


- 


PRISM HALF APEX ANGLE 


25 


COORDBRK ' 


- 







- 


- 


PRISM HALF APEX ANGLE 


26 


STANDARD 


Infinity 







196 







27 


COORDBRK ' 


- 


-106 




- 


- 


PRISM ANGLE OF INCIDENCE 


28 


COORDBRK ' 


- 







- 


- 


PRISM ANGLE OF INCIDENCE 


29 


STANDARD 


Infinity 





PBL1Y 


196 





CD PRISM2 


30 


COORDBRK * 


- 


-71 




- 


- 


PRISM HALF APEX ANGLE 


31 


COORDBRK * 


- 







_ 


_ 


PRISM HALF APEX ANGLE 


32 


STANDARD 


Infinity 







196 







33 


COORDBRK ' 


_ 


-75 






_ 


PRISM ANGLE OF INCIDENCE 


34 


STANDARD 


-316.45 


-21.19 


S-FPL53 


i : 





CAMERA LENS 1 


35 


STANDARD 


1216.54 


-1.053 




172 







36 


STANDARD 


-331.92 


-16.127 


S-BAL42 


172 





LENS2 


37 


STANDARD 


-165.26 


-35.949 


S-FPL53 


164 





LENS 3 


38 


STANDARD 


437.42 


-15.105 


S-LAL12 


164 





LENS4 


39 


STANDARD 


-580.77 


-311.064 




164 







40 


STANDARD 


-326.08 


-21.277 


PBL25Y 


154 





LENS5 


41 


STANDARD 


1700.88 


-199.41 




154 





ADJUST FOCUS 


42 


STANDARD 


133.26 


-14.1 


SILICA 


88 





FIELD LENS 


43 


TOROIDAL 


224 


-5.3 


VACUUM 


80 





CYLINDRICAL SURFACE 


IMAGE 


STANDARD 


Infinity 






41 





CCD 



Notes. (a) Tilt about Y: 6.32 <*> Decenter X before surface: 155, Decenter X after surface: -155 (c) Tilt about Y: 0.8 W) Tilt about X: 69.74 
(c) Lines/yum: 0.052676, Diffraction order: 40-94 (/) Tilt about X: -69.74 (s) Tilt about Y: -0.8 " !) Decenter X before surface: 155 (,) Decenter X 
after surface: 158 0) Tilt about Y: -29.545 <*> Tilt about Y: 18.7 (,) Tilt about Y: -29.545 
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